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Use of trade names is for identification only and does not constitute endorsement
by the U.S. Department of Health and Human Services.



CENTERS FOR DISEASE CONTROL AND PREVENTION (CDC) TLI RESULTS?

FOR DONOR SPECIMENS SHIPPED OCTOBER 12 AND OCTOBER 19, 1999

Panel Participant CDC HIV-1 Absolute | Absolute % % % % % % CD3 Average
Letter | Laboratory Donor Antibody CD4* CD8* CD45* CD14* CD3'/ CD3'/ CD3/ / %
Via Labe Number Status T-Cell T-Cell CD4* CD8* CD19* (CD56 CD3*
Count Count &
CD16)*

A Al 05 Positive 50 602 99 0 6 71 6 9 80

A2, A3 02 Positive 1249 784 100 0 51 32 12 5 82

A4 01 Negative 865 697 99 0 44 36 13 3 83

A5 03 Negative 1153 651 99 1 48 27 12 10 76
. ________________________ ___________ ________ ___________________________ _____________ __________|

B B1, B3 04 Positive 510 619 99 0 33 40 9 12 76

B2 01 Negative 865 697 99 0 44 36 13 3 83

B4 05 Positive 50 602 99 0 6 71 6 9 80

B5 03 Negative 1153 651 99 1 48 27 12 10 76
. ________________________ ___________ ________ ___________________________ _____________ __________|

C C1,C2 07 Positive 1038 819 99 1 44 35 9 3 86

C3 09 Negative 996 406 97 3 50 20 15 8 73

c4 10 Positive 225 1747 99 1 8 65 19 5 74

C5 08 Negative 839 515 99 1 46 28 15 7 75
. ________________________ ___________ ________ ___________________________ _____________ __________|

D D1 10 Positive 225 1747 99 1 8 65 19 5 74

D2 08 Negative 839 515 99 1 46 28 15 7 75

D3, D5 06 Positive 710 590 98 1 43 36 11 5 83

D4 09 Negative 996 406 97 3 50 20 15 8 73

Coulter EPICS-XL in combination with a Coulter GEN-S

2 Results shown are an average of results obtained using aBD FACS Calibur in combination with a Abbott Cell Dyn 3500 and a
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